Abstract-Printed spiral coils (PSC) are viable candidates for near field wireless power transmission to the next generation of prosthetic devices with extreme size constraints. Implantable devices need to be hermetically sealed in biocompatible materials and placed in conductive environment with high permittivity, which can affect the PSC characteristics. We have constructed a detailed model that includes the effects of surrounding environment on the PSC parasitic components and eventually on the power transfer efficiency. This model is combined with an iterative design method that starts with a set of realistic design constraints and ends with the optimal PSC geometries. This was applied to optimize the wireless link of a 1 cm 2 implantable device operating at 13.56 MHz. Measurement results showed that optimized PSC pairs, coated with 0.3 mm of silicone, achieved 72.2% and 30.8% efficiencies at a face to face relative distance of 10 mm in the air and muscle environment respectively. The PSC which was optimized for air could only bear 21.8% efficiency in muscle, showing that considering the PSC surrounding environment in the design process can result in nearly 10% improvement in the power transfer efficiency.
I. INTRODUCTION
OCLHEAR implants, spinal cord stimulators, infusion pumps, and artificial hearts are among an ever-growing group of implantable devices that are wirelessly powered across the skin through a pair of inductively coupled coils [1] . A common requirement among these otherwise diverse biomedical devices is that their average power consumption is higher than what a battery, fitting within the anatomically available space for implantation, can provide. Therefore, the need for more efficient wireless power transmission from outside into the human body is only expected to grow. This would require microfabrication techniques that result in lithographically defined planar structures known as printed spiral coils (PSC). We recently studied simple models of PSC in [2] and combined the theoretical foundation of optimal power transmission with these simple models. The result was an iterative PSC design methodology for maximum power efficiency [2] . However, implantable devices are hermetically sealed in biocompatible materials and surrounded by the conductive tissue underneath the skin. Considering the effects of surroundings in PSC models is imperative in the optimization process because of parasitic components, which in turn affect the power transfer efficiency.
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In this paper, we improve the accuracy of our PSC model in section II by adding the effects of the coating, substrate, and surrounding environments. We also consider some of the key secondary effects in estimating parasitic components for PSC quality factors, Q. In section III, we utilize the new models in the same iterative optimization method as in [2] , using a combination of closed form equations in MATLAB and verification with finite element analysis (FEA) tools in HFSS (Ansoft, Pittsburgh, PA). The result is two sets of PSCs, which geometries are optimized for air and muscle environments. These PSCs were fabricated on FR4 and characterized in both environments in section IV to compare their power transfer efficiency, and validate our PSC models and iterative design procedure.
II. THEORETICAL MODELING OF IMPLANTED PSCS
In the following, we construct a realistic theoretical model for PSCs. The lumped parasitic components of the PSC model are influenced by its geometry, material composition, and surrounding environment.
A. Inductance
In this work, all PSCs are square shaped with rounded corners that have a radius of about a tenth of the side length of the PSC (d o /10) to eliminate sharp edges. We adopted (1) from [3] for calculating the inductance of square shaped coils,
Modeling where n is the number of turns, μ is permeability, and 
is a parameter known as fill factor. The accuracy of (1) has an indirect relationship with the s/w ratio, where w and s are the PSC metal line width and spacing, respectively. According to [3] , the error in (1) is 8% for s/w = 3 and increases for s/w > 3. Moreover, the accuracy of (1) degrades with φ ≤ 0.1 or n ≤ 2.
B. Capacitance
In its realistic form, the implanted coil will be surrounded by tissue and fluids that have high permittivity, which increase the parasitic capacitance, C P . Therefore, we consider the PSC traces as coplanar striplines to model the unit length parasitic capacitance, as shown in Fig. 2 , which shows the cross section of two traces of the external PSC. One side of the PSC is air and the other side is the tissue. From conformal mapping [4] technique and superposition of individual layers, the total capacitance per unit length can be expressed as 05 04 03 02 01 0 0
where ε r-eff is the effective relative dielectric constant of the multilayer structure, C 0 is the capacitance between adjacent traces in free space and C 0i (i = 1 to 5) is the additional partial capacitance of each planar dielectric layer. Theoretically, ) (
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where K(k 0 ) is the complete elliptic integral of the first kind.
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where ε ri and t i are the relative dielectric constant and thickness of dielectric layers in Fig. 2 , respectively [4] .
Furthermore, a conductor should bridge across all other turns of the PSC in a different layer through a via to access the PSC inner terminal. Hence, an additional parasitic capacitance, C ov , a parallel-plate capacitor between the two overlapping metal layers, should be included in C P . Overall, the total parasitic capacitance of the external PSC can be
where l c is the PSC conductor length.
For the implanted PSC, we can utilize (2) to (5) with the exception that the dielectric layer 3 (air) should be replaced by the tissue properties, similar to layer 1, depending on the anatomical location of the implanted device.
C. Series Resistance
The series resistance, R S , is dominated by the two effects. The first effect is the skin effect, and the related resistance is 
where ρ c is the resistivity of conductive material and δ skin is the skin depth [5] . Another effect is the current crowding caused by the eddy currents, modifying the resistance as, 
where R sheet is the metal trace sheet resistance [6] . Therefore, R S should be modified by the skin and eddy current effects as
D. Parallel Resistance
Dielectric losses, which are related to loss tangent, tan(δ), of each material, can affect the parallel resistance, R P . In this case, we use the partial conductance technique combined with the conformal mapping. The conformal transformations required for the evaluation of partial conductivities due to different layers are similar to the partial capacitances described in section II.B [7] . For the external PSC, shown in Fig. 2 , the equivalent conductance, G P , of unit length is 
The same equation can be used for equivalent conductance of the internal PSC.
E. Power Transfer Efficiency
From (1) to (9), we can derive all the parameters needed for calculating the overall impedance Z and the quality factor of the implanted and external PSCs, Q = Im (Z) / Re (Z). Moreover, the secondary PSC is often loaded by the implant electronics, R L (Fig. 1) , and according to [8] , the loaded secondary quality factor can be found from
On the other hand, the mutual inductance, M, can be found from [2] . Using M, we can find the coupling coefficient,
, which is the key parameter in power efficiency. Regarding the power carrier frequency, the highest voltage gain and efficiency across an inductive link can be achieved when both LC-tanks are tuned at carrier frequency, ) ( 1 1
Therefore, the inductive link power transfer efficiency can be calculated from PSCs' k and quality factors [2] ,
Note that another parameter is the V S output resistance, not shown Fig. 1 , which is out of the scope of this paper and needs to be considered with the driver's efficiency.
III. OPTIMIZATION OF PRINTED SPIRAL COIL
In this section, we use detailed models built in section II to design two sets of coils optimized for air and muscle tissue environments. The material properties of these volume conductors at f = 13.56 MHz, which is the power carrier frequency, are summarized in Table I [9] . The size of the implant is 10×10 mm 2 [1] . The nominal coupling distance is considered d = 10 mm. We have adopted the iterative design procedure, described in [2] , and HFSS simulations are also utilized to verify and fine tune the values suggested by the theoretical model, when they were out of the valid range of our equations (ex. PSC21). Table II shows the geometries of the resulting PSCs, specifically optimized for each environment, when the PSC pair is perfectly aligned.
Another important design parameter is the thickness of the coating. Fortunately, the dielectric constant, ε r , of silicone coating is much lower than any type of human tissue (Table I) . Therefore, increasing the thickness of the coating will reduce C P and increase R P , both of which help increasing Q and consequently η 12 . On the other hand, increasing the thickness of the coating will increase d and the volume of the implant. Nevertheless, we found it instructive to indicate the optimal coating thickness, t 2 = ~300 μm, by sweeping t 2 in our model (Fig. 2) , while maintaining all other parameters constant.
IV. SIMULATION AND MEASUREMENT RESULTS
We used a network analyzer (R&S ZVB4) to measure the S-parameters, which were converted to Z-parameters to calculate k and Q to find η 12 . In addition to measurements in air, we used two plastic bags made by polyethylene (PE) (~50 μm thick), and filled them with beef (sirloin steak at 10.8 °C) to emulate the environments around an implanted device. The internal PSC was sandwiched between the two bags while the external PSC was aligned with it, touching the outer surface of one of the bags. The beef thickness behind the internal PSCs, t 3 , was 50 mm. Fig. 3 shows how the Q of coated PSC11 and PSC21 change vs. frequency in the air and muscle environments. At13.56 MHz, Q of PSC11 decreases by 78% in the muscle environment due to changes in C P and R P . On the other hand, Q of PSC21 decreases only by 25% in muscle. The agreement among calculation, simulation, and measurement results in Fig. 3 clearly demonstrate the efficacy of the geometrical optimization algorithm and models described in section II.
A. PSC Quality Factor

B. Power Transfer Efficiency
In Figs. 4a and 4b, we have compared the power transfer efficiency of the PSCs in Table II in the air and muscle environments, respectively, through model-based theoretical calculations, FEA-based simulations, and experimental measurements. PSCs are perfectly aligned and their coupling distance on the horizontal axis includes their coating thickness (300 μm). The secondary PSC is loaded with R L = 500 Ω. Fig. 4 curves show that each set of PSCs performs best in its designated operating environment. Fig. 4b obviously shows that a pair of PSCs that is optimized for air (Set-1) provides worse η 12 when implanted in the muscular tissue. While Set-1 PSC pair can achieve more than 70% efficiency in the air due to their high k, its η 12 drops to only 21.8% in the muscle environment due to degradation in their Q, as seen in Fig. 3a . Set-2 pair, on the other hand, provides η 12 > 30% at d = 10 mm due to PSC21 smaller geometries, which is optimized for this environment. Fig. 4 also shows reasonable agreement among theoretical calculations from our models, finite element simulations, and measurement results. There are, however, small discrepancies due to the following reasons, some of which are related to our models and the measurement setup: 1) inherent limitations in the accuracy of the closed form equations, particularly when the PSC parameters are close to or out of their valid range of parameters, 2) secondary effects such fringing and capacitive coupling between PSCs, which were not included in our models, 3) manually applied silicone coating was not quite uniformly distributed on the PSC surfaces, 4) there could be small patches of air gap between the plastic bags containing the volume conductors and the outer surface of the PSCs' silicone coating, and 5) Thickness of the plastic bag (50 μm), which was considered to be part of the PSC silicone coating.
V. CONCLUSIONS
Various phenomena that could result in degradation of the PSC quality factors due to coating and implantation are considered in new our models. We combined our models with an iterative PSC design procedure, described in [2] , to optimize the PSC geometries for maximum power transfer efficiency in tissue environments. This can result in lower heat dissipation [11] , extended battery lifetime, and improved safety in neuroprosthetic devices, such as retinal or cortical implants, with demanding size constraints. (a) (a) (b) Fig. 3 . Comparison between theoretical calculations, HFSS simulations, and measurement results of Q variations vs. carrier frequency in (a) PSC11 that is optimized for air, and (b) PSC21 that is optimized for muscle. (Table II) .
